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Isotech Gas Data

Job 17997

Project: Pavillion Groundwater, Task #23993

Pavillion, WY

Isotech Sample Sampe Sampe  GC He Hp, Ar O, €O, Ny GO Gy C Gy
Lab No. Name Date Time Date %% % % % % % % % %
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Comments

245043 PGDW20-0412  4/16/2012 1230 5/21/2012 na nd 163 927 014 8831 0.073 0561 0.0167 nd
245044  PGDW20d-0412  4/16/2012 12:30 5/21/2012 na nd 159 846 0.13 89.20 0.054 0551 0.0161 nd
245045 EPAMWO2-0412-1  4/16/2012 14:50 5/21/2012 0.0182 nd 0155 168 nd 714 0014 8265 513 00010
245046 PGDOW23-0412  4/17/2012 1145 5212012 na nd 168 10.81 0039 86.43 0.13 0912 nd nd
245047 PGDW30-0412  4/17/2012 1400 5212012 na nd 164 465 0029 88.20 0.031 525 00010 nd
245048 PGDWO0S-0412  4/18/2012 1200 5212012 na nd 167 7.36 0021 9067 0.047 0238 nd nd

"Anatysis is of gas extracted from water by headspace equilioration. Anatysis has been comrected for helium added to create headspace.
Addtion of helium negates the abitity to detect natve hefium and may negate the ability 1o detect hydrogen.

™ Insufficient DIC concentration for isotope analyses

* Jsotopes obigined onine via GO-C-RMS

nd = not detected. na = not analyzed
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500mt bottle - Tritium analysis
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